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Hatch Sure
Calibration Certificate

This Hatch Leak Testing Device has been calibrated using the following equipment.
This equipment has been calibrated and is traceable to national standards.

TG101A Serial No. 312959
TDS3014 Serial No. B010408
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Calibration Date: '21/11/2017 Transmitter SN: 595
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Calibration Results

Source dB Measured dB Acceptance Limit | Result (Pass/Fail)
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